Positive lidocaine toxicology screen after J-Tip for venipuncture.
Venipuncture is common in children, and topical anesthetics are often used to alleviate the pain of the procedure. The J-Tip (National Medical Products, Inc, Irvine, Calif) device has become popular as a rapid and effective means of delivering lidocaine noninvasively. We report a case of a positive lidocaine blood toxicology screen after the use of the J-Tip device in a child pre-venipuncture. A repeat toxicology screen obtained 1 hour later by venipuncture without J-Tip use was negative. This report serves to remind clinicians that topical anesthetics may interfere with toxicology assays, leading to unreliable toxicology results.